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Digestion Condition
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Measure sample 0.2g accurately and place into acid digestion vessel








Set temperature at 150℃





Pour nitric acid 16ml and hydrogen peroxide 1ml into digestion vessel.


Leave it for 10mins.





Pour 5% nitric acid 6ml into collection tube





when reached to set temperature place digestion Vessel in graphite block Digestion starts at 210℃ after installation


.





Mass up-filter(if necessary)-measure








The sample can be digested within 2hours and half














After freezing move 5% nitric acid in collection tube to digestion vessel,wash with diluted water then gather washer liquid to digestion vessel.














Basic vessel cleaning method is soaking in cleaning liquid made of diluted water7:nitric acid2:


Hydrochloric acid1..





If the Hg recovery rate is low,then put Au 5ppm 6ml into digestion vessel instead of 5% nitric acid 6ml


*vaporized Hg can be digested by AU.








