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Digestion Condition
Silicon Metal
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Measure sample 0.3g accurately and place into acid digestion vessel








Set temperature at 60℃and when reached to set temperature place digestion Vessel in graphite block.In thirty minutes set at 160℃ for digestion








Pour nitric acid 14ml and hydrofluoric acid into digestion vessel


Pour 1% nitric acid 6ml into collection tube








*If you analyze boron（B）,Pour 1% nitric acid 6ｍｌ&phosphoric acid 1ml into collection tube





It can be digested in 1hour and half








After freezing move 5% nitric acid in collection tube to digestion vessel,wash with diluted water then gather washer liquid to digestion vessel.











Basic vessel cleaning method is soaking in cleaning liquid made of diluted water7:nitric acid2:


Hydrochloric acid1.


Furthermore,if the vessel inside is polluted with white material,clean with small amount of hydrofluoric acid and diluted hydrochloric acid(when digesting Si material)


　　　　　　　　　

















Mass up-filter(if necessary)-measure











